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Abstract: An explicit finite element method was developed to predict the dynamic behavior of the contact mechanics 1 
for a hip implant under normal walking conditions. Two key parameters of mesh sensitivity and time steps were 2 
examined to balance the accuracy and computational cost. Both of the maximum contact pressure and accumulated 3 
sliding distance showed good agreement with those in the previous studies using the implicit finite element analysis 4 
and analytical methods. Therefore, the explicit finite element method could be used to predict the contact pressure 5 
and accumulated sliding distance for an artificial hip joint simultaneously in dynamic manner. 6 
Keywords: explicit finite element method, kinematics, contact mechanics, artificial hip joint, rotation vector7 
1. Introduction8 
Although metal-on-ultra-high molecular weight polyethylene(UHMWPE) hip implants have been widely 9 
used in orthopedics to treat severe hip joint diseases, aseptic loosening resulting from the UHMWPE wear 10 
debris is still a key factor limiting their longevity
1-3
. The contact mechanics, including contact pressure 11 
and sliding distance, are of great importance to the wear performance of the UHMWPE cup, and 12 
numerous studies on this issue have been carried out
4-6
. Implicit finite element(FE) method has been 13 
widely used to predict the contact pressure for artificial hip joints. Both Maxian
4
 and Liu
6
 used this 14 
method to calculate the contact pressure of the UHMWPE cup. Hua7, 8 investigated the contact pressure 15 
using this method under different conditions such as edge loading and cup inclination. Bevill
9
 also used 16 
the implicit FE method to calculate the contact pressure of a hip implant and retrieved the relative sliding 17 
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distance on the cup surface from the FE result. However, most previous studies using the implicit FE 18 
method do not obtain sliding distance through the FE result, and the sliding distance is generally 19 
calculated using the Euler rotation method10, 11. Saikko and Calonius10 developed this numerical method 20 
to estimate the slide track between the femoral head and the acetabular cup of an artificial hip joint, and 21 
later Kang11 used similar method to predict the accumulated sliding distance on the cup. 22 
Most of the previous studies have calculated the contact pressure and accumulated distance separately 23 
using different methods. Besides, the numerical method for accumulated sliding distance could only 24 
calculate the relative sliding distance of a point from its current position to a new position without 25 
considering whether contact occurs at this point. In fact, if no contact occurs at a point, the relative sliding 26 
distance is meaningless. Thus, it needs additional process to judge the contact situation of a node before 27 
calculating its relative sliding distance. In addition, there are instants when contact and relative motion 28 
occur simultaneously and under this condition, Euler rotation method is not applicable. On the other hand, 29 
an explicit FE method has been introduced since 1970s and used more recently to predict both the contact 30 
mechanics and the kinematics of artificial knee joints
12
simultaneously. However, to the best of authors’ 31 
knowledge, there are still no reports that the explicit FE method has been used for artificial hip joints. 32 
Therefore, this study focused on the application of an alternative dynamic explicit finite element method 33 
to predict the contact pressure and accumulated sliding distance of an artificial hip joint simultaneously. 34 
2. Materials and methods35 
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2.1 Geometric modeling 36 
An artificial hip joint was modeled in order to develop an explicit finite element method(FEM) to 37 
investigate its dynamic contact mechanics. Fig.1 (a) shows the geometries of this model. The key 38 
geometric parameters of this model, taken from Kang
11
, are listed in Table 1. The cup was anatomically 39 
positioned at 45einclination and fully constrained at its outer surface, and a fixed coordinate system(x, y, 40 
z) was placed at the center of the head(Fig.1(a), the positive x-axis was pointed medially, the positive41 
\D[LVZDVRULHQWHGSRVWHULRU DQGSHUSHQGLFXODUWRWKH[D[LV WKHSRVLWLYH]D[LVZDVSRLQWHGXSZDUGV). 42 
Only normal walking was considered in the simulation. Three-dimensional forces(three forces lie in the 43 
three axis of the fixed coordinated system) from Paul
13
 were applied at the head center. The original 44 
movement waveforms including flexion-extension(FE), abduction-adduction(AA) as well as 45 
internal-external rotation(IER), taken from Johnston and Smidt
14
, were transformed into incremental 46 
rotation vectors(in the section 2.2) and then applied at the center of the head. The orientations of both the 47 
forces and motions were adjusted according to the fixed coordinate system. The stem was given three 48 
initial angles(FE:-24.9e, AA: 1.5e, IER:0e) to correspond to the initial position of the walking gait. 49 
2.2 Incremental rotation vector calculation 50 
The original FE, AA and IER angles at a time instant were represented through the Euler rotation angles 51 
to enable the stem to rotate continuously from the beginning position to a new position. A moving 52 
coordinate system XYZ was fixed to and located at the centre of the femoral head. This moving 53 
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coordinate system was rotated with the head during a gait cycle, and its initial orientation was in 54 
accordance with the fixed coordinate system in section 2.1. The Euler rotation started from the FE around 55 
the X-axis, and then followed by the AA and the IER about Y-axis and Z-axis of the moving coordinate 56 
system respectively
11
. Incremental rotation vectors were therefore calculated, according to the static 57 
movement waveforms. The movement waveforms in section 2.1 were divided into N instants. For 58 
arbitrary two adjacent instants i and i+1, both Euler rotation matrix Ri and Ri+1 were calculated according 59 
to Saiko and Calonius
10
, and then the incremental rotation vector between these two instants was obtained 60 
from the known Ri and Ri+1(Craig
15). Then inverse Euler rotation Ri
-1was applied to both Ri and Ri+1, the 61 
incremental rotation vector between Ri and Ri+1 was converted to a new incremental rotation vector 62 
corresponding to the fixed coordinate systems. In this way, all incremental rotation vectors corresponding 63 
to the fixed coordinate system(Fig. 1(a)) were calculated, which were used to represent the continuous 64 
rotation for the hip implant model in Abaqus
16
. 65 
Three different numbers of the discrete instants of 21, 41 and 81 were used to represent one gait cycle and 66 
check the accuracy of the predicted sliding distance and yet balance the computational time at the same 67 
time. The number of 41 discrete instants was found to be adequate, with an error of the predicted 68 
accumulated sliding distance less than 5%. 69 
2.3 Finite element(FE) modeling 70 
The conventional finite element software Abaqus version 6.12 was used; Abaqus/Explicit module was 71 
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adopted to perform the FE analysis for the artificial hip joint model, specified in Section 2.1. As a 72 
comparison, Abaqus/Standard module was also used to perform the same FE analysis for this model. The 73 
Abaqus/Explicit module is based on the implementation of an explicit integration rule, which means the 74 
equations of motion for each body are integrated using an explicit central-difference integration rule and 75 
does not require iterations. However, the Abaqus/Standard module adopts an implicit integration rule, 76 
ZKLFK PHDQV WKH RSHUDWRU PDWUL[ PXVW EH LQYHUWHG DQG D VHW RI VLPXOWDQHRXV QRQOLQHDU G\QDPLF 77 
equilibrium equations must be solved at each time increment, thus numerous iterations are needed for 78 
each time increment17. 79 
The FE model of the artificial hip joint is shown in Fig.1(b). The acetabular cup was UHMWPE, which 80 
was considered as aQRQOLQHDU elastic-plastic material according to Fregly18 and Kluess19 . The head was 81 
cobalt-chromium-molybdenum (CoCrMo) DQG WUHDGHG DV KRPRJHQHRXVDQG OLQHDU HODVWLF. The material 82 
parameters are listed in Table 1. Both the cup and the head were meshed by 8-node structured hexahedron 83 
elements. The head was treated as a rigid body since its elasticity modulus was two orders of magnitude 84 
higher than that of the UHMWPE and meshed by an element size of 0.4 mm to accurately represent its 85 
geometry(about 217000 elements). The femoral stem was titanium alloy and meshed by 4-node 86 
tetrahedron elements(about 25000 elements) with a coarse element size of 2.5 mm. The contact pair 87 
between the cup inner and head outer surfaces was established, with a friction coefficient of 0.05
20
. Two 88 
key parameters of mesh sensitivity and time steps were examined for the explicit FE method. First, the 89 
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mesh sensitivity of the cup was investigated with an element size of 2 mm, 1.5 mm and 1.25 mm 90 
respectively and 1.5 mm(about 4500 elements) was finally chosen(the differences of both the contact 91 
pressure and the sliding distance were less than 10%). Second, the time step for each interval in the 92 
simulation was carefully estimated to balance the model accuracy and the computational cost according to 93 
Abaqus Tutorials21. The walking process was considered slow enough (quasi-static) that it could be 94 
solved using the explicit solution method. For such a quasi-static process in explicit FE method, time 95 
intervals in a walking cycle and time steps with each interval(stable time increment) were important. 96 
Default time steps in Abaqus were chosen. Appropriate time intervals were chosen for a gait cycle. As 97 
mentioned in section 2.2, the whole walking gait cycle of 1 s was divided equally into 41 instants, to 98 
represent the time variation of both the load and the motion. From the consideration of the explicit FE 99 
analysis, the time interval was chosen to be about 10 tim s of the time period of the lowest vibration 100 
mode to ensure the accurate prediction
21
. The time period corresponding to the lowest vibration mode for 101 
the artificial hip joint model was 0.0023 s(corresponding frequency was 432 HZ). Therefore the time 102 
interval was chosen as 0.025 s, consistent with the 41 discretised instants in a gait cycle. Besides, the 103 
default damping coefficient of 0.06 was used to consider the damping associated with volumetric 104 
straining and to control high frequency oscillations
22
. As a comparison, the implicit FE method was also 105 
used to do the same FE analysis for the hip implant. 106 
For the artificial hip joint model, the total computational time using the explicit FE method at a fixed cup 107 
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element size of 1.5 mm was about 5 hours(on a 3.5GHz personal computer), and about 4 hours for the 108 
implicit FE method. 109 
3. Results110 
The effects of different mesh sensitivity on the predicted accumulated sliding distance for the 111 
conventional model are shown in Fig.2. It is clear that the maximum accumulated sliding distance varied 112 
little with the element size and was consistent with the result of Kang et al.
11
. The difference of the 113 
predicted maximum contact pressure at any instants for different element sizes was less than 10%(the 114 
results are not shown). Therefore, the cup element size of 1.5 mm was deemed to be adequate. Fig.3 115 
shows the contours of the accumulated sliding distance at different walking instants under a fixed element 116 
size of 1.5 mm for the artificial hip joint model. The accumulated sliding distance gradually increased and 117 
reached a maximum value of 20.31 mm at the node A(shown in Fig.3 & 4) which was close to the center 118 
of the cup inner surface at the end of the gait cycle. 119 
Fig.4(a) and (b) show the comparison of the contact pressure at different walking instants under a fixed 120 
element size of 1.5 mm for the conventional cup between the implicit FE method and the explicit FE 121 
method. The distributions of the contact pressure at the same instant were similar and the difference of the 122 
maximum value at 65% gait cycle was less than 3%(13.04 MPa for the implicit FE method, 12.98 MPa 123 
for the explicit FE method). Fig.5 further reveals the distributions of the contact pressure at different 124 
walking instants between the two different solution modules. 125 
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4. Discussion126 
The aim of this study was to develop an explicit FE method to simultaneously predict contact pressure 127 
and accumulated sliding distance of an artificial hip joint. The predicted maximum sliding distance, based 128 
on the explicit finite element method, was in good agreement with the result using the numerical method 129 
by Kang et al.11. Although both the cup and head diameters in this study were the same as Kang et al.11, 130 
the maximum value of the accumulated sliding distance was slightly different between the two studies. 131 
The maximum accumulated sliding distance of 20.31 mm(node A) using the explicit FE method was 132 
within the contact area at the end of a gait cycle, while the previous study by Kang et al. only considered 133 
the maximum accumulated sliding distance(23.38 mm) at the node B(shown in Fig.3& 4) which was 134 
almost out of the contact zone after 65% of a gait cycle. 135 
Both three-dimensional forces and multidirectional motions were considered in this simulation to predict 136 
the contact pressure of an artificial hip joint using the explicit FE method. The contact pressure using the 137 
explicit method was of overall good agreement with that using implicit FE method. Therefore, the explicit 138 
FE method had the advantage to predict the contact mechanics and kinematics of artificial hip joints 139 
simultaneously. For a conventional artificial hip joint considered in the current study where there was 140 
only one pair of contact surfaces, the predictions of both the contact pressure and accumulated sliding 141 
distance agreed well with those using the implicit FE and analytical method. 142 
Although the dynamic explicit FE method was applied for a conventional hip implant, it could be more 143 
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effectively applied to other forms of hip implants where there are more than one contact pairs and the 144 
relative motions are not prescribed such as in a dual mobility hip implant. Such an implant has shown 145 
good stability and becomes widely used recently in clinics23, 24. Previous studies 25-27 on dual mobility hip 146 
implants have mainly focused on retrievals analyses and experiments for their wear and motion 147 
performance, and both inner and outer relative sliding motions have been found in these studies. Because 148 
the motion of dual mobility hip implants is not prescribed, the dynamic explicit FE method probably is 149 
the best way to investigate their kinematics as well as the contact mechanics. 150 
Although the dynamic explicit FE method was shown to be able to accurately predict the kinematics and 151 
contact mechanics of hip implant, the current study has a few limitations. Only a fixed normal gait was 152 
considered and other gaits such as climbing stairs and sitting down will be investigated. Future studies 153 
will also focus on the application of the explicit method to the dual mobility hip implant and the 154 
experimental validation, particularly the relative motion at different contact surfaces . 155 
5. Conclusions156 
A dynamic explicit finite element method was applied to predict the kinematics and contact mechanics of 157 
artificial hip joints. Comparison of contact pressure between this explicit method and implicit FE method 158 
was made for artificial hip joint. And comparison of accumulated sliding distance between this method 159 
and numerical method by Kang et al. was also made for artificial hip joint. The explicit finite element 160 
method was shown excellent ability to predict the kinematics and contact mechanics for artificial hip 161 
Page 10 of 16
http://mc.manuscriptcentral.com/(site)
Journal name
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
For Peer Review
joint. 162 
Acknowledgements 163 
The work has been supported by both the State Key Laboratory for Manufacturing System Engineering 164 
and National Science and Technology Major Project of China and “the Fundamental Research Funds for 165 
Central Universities’’, the Program of the National Nature Science foundation of China [grants number 166 
51205303], National Science and Technology Supporting Program [grants number 2012BAI18B00], 167 
National Science Foundation Project of China [grants number 51323007]. 168 
References 169 
1. Jin ZM, Fisher J, Brown T.D, Galvin A.L, Kang L. Wear simulation of ultra-high molecular weight polyethylene hip 170 
implants by incorporating the effects of cross-shear and contact pressure. Proceedings of the Institution of Mechanical 171 
Engineers, Part H: Journal of Engineering in Medicine. 2008; 222: 1049-64. 172 
2. Mattei L, Di Puccio F, Ciulli E. A comparative study of wear laws for soft-on-hard hip implants using a mathematical 173 
wear model. Tribology International. 2013; 63: 66-77. 174 
3. Pezzotti G, Yamamoto K. Artificial hip joints: The biomaterials challenge. Journal of the mechanical behavior of 175 
biomedical materials. 2014; 31: 3-20. 176 
4. Maxian T.A, Brown T.D, Pedersen D.R, Callaghan J.J. A sliding-distance-coupled finite element formulation for177 
polyethylene wear in total hip arthroplasty. Journal of biomechanics. 1996; 29: 687-92. 178 
5. Udofia I.J, Yew A, Jin ZM. Contact mechanics analysis of metal-on-metal hip resurfacing prostheses. Proceedings of 179 
the Institution of Mechanical Engineers Part H, Journal of engineering in medicine. 2004; 218: 293-305. 180 
6. Liu F, Galvin A, Fisher J, Jin Z. A new formulation for the prediction of polyethylene wear in artificial hip joints. 181 
Proceedings of the Institution of Mechanical Engineers, Part H: Journal of Engineering in Medicine. 2011; 225: 16-24. 182 
Page 11 of 16
http://mc.manuscriptcentral.com/(site)
Journal name
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
For Peer Review
7. Hua X, Li J, Wang L, Jin Z, Wilcox R, Fisher J. Contact mechanics of modular metal-on-polyethylene total hip 183 
replacement under adverse edge loading conditions. Journal of biomechanics. 2014; 47: 3303-9. 184 
8. Hua X, Wroblewski B.M, Jin Z, Wang L. The effect of cup inclination and wear on the contact mechanics and cement 185 
fixation for ultra high molecular weight polyethylene total hip replacements. Medical engineering & physics. 2012; 34: 186 
318-25. 187 
9. Bevill S.L, Bevill G.R, Penmetsa J.R, Petrella A.J, Rullkoetter P.J. Finite element simulation of early creep and wear 188 
in total hip arthroplasty. Journal of biomechanics. 2005; 38: 2365-74. 189 
10. Saikko V, Calonius. O. Slide track analysis of the relative motion between femoral head and acetabular cup in walking 190 
and in hip simulators. Jounral of Biomechanics. 2002; 35: 10. 191 
11. Kang L, Galvin A.L, Jin ZM, Fisher J. A simple fully integrated contact-coupled wear prediction for ultra-high 192 
molecular weight polyethylene hip implants. Proceedings of the Institution of Mechanical Engineers Part H, Journal of 193 
engineering in medicine. 2006; 220: 33-46. 194 
12. Godest A.C, Beaugonin M, Haug E, Taylor M, Gregson P.J. Simulation of a knee joint replacement during a gait cycle 195 
using explicit finite element analysis. Journal of biomechanics. 2002; 35: 267-75. 196 
13. Paul J.P. Forces transmitted by joints in the human body. Instn Mech Engrs. 1967; 181: 6. 197 
14. Johnston R.C, Smidt G.L. Measurement of hip-joint motion during walking-evaluation of an electrogoniometric 198 
method. J Bone Jt Surg. 1969; 51: 12. 199 
15. Craig J.J. Introduction to Robitics: Mechanics and Control, 2nd ed., 1989, pp. 442-443(Addison-Wesley,Reading, 200 
Massarchusetts). 201 
16. Abaqus 6.12 PDF Documentation. Abaqus Analysis User's Manual/Volume : Introduction, Spatial Modeling, 202 
Execution & Output/Conventions/Finite rotations 203 
17. Abaqus 6.12 PDF Documentation. Abaqus Analysis User's Manual/ Volume : Analysis/Dynamic 204 
stress/displacement analysis/Implicit versus explicit dynamics. 205 
18. Fregly B.J, Bei Y, Sylvester M.E. Experimental evaluation of an elastic foundation model to predict contact pressures 206 
Page 12 of 16
http://mc.manuscriptcentral.com/(site)
Journal name
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
For Peer Review
in knee replacements. Journal of biomechanics. 2003; 36: 1659-68. 207 
19. Kluess D, Martin H, Mittelmeier W, Schmitz K.P, Bader R. Influence of femoral head size on impingement, 208 
dislocation and stress distribution in total hip replacement. Medical engineering & physics. 2007; 29: 465-71. 209 
20. Banchet V, Fridrici V, Abry J.C, Kapsa P. Wear and friction characterization of materials for hip prosthesis. Wear. 2007; 210 
263: 1066-71. 211 
21. Abaqus 6.12 PDF Documentation. Getting Started with Abaqus: Interactive Edition/Quasi-Static Analysis with 212 
Abaqus/Explicit. 213 
22. Abaqus 6.12 PDF Documentation. Abaqus Analysis User's Manual/ Volume :  Analysis/ Explicit dynamic analysis/ 214 
Bulk viscosity. 215 
23. Stroh A, Naziri Q, Johnson A.J, Mont M.A. Dual-mobility bearings: a review of the literature. Expert review of 216 
medical devices. 2012; 9: 23-31. 217 
24. Philippot R, Camilleri J.P, Boyer B, Adam P, Farizon F. The use of a dual-articulation acetabular cup system to prevent 218 
dislocation after primary total hip arthroplasty: analysis of 384 cases at a mean follow-up of 15 years. International 219 
orthopaedics. 2009; 33: 927-32. 220 
25. Geringer J, Boyer B, Farizon F. Understanding the dual mobility concept for total hip arthroplasty. Investigations on a 221 
multiscale analysis-highlighting the role of arthrofibrosis. Wear. 2011; 271: 2379-85. 222 
26. Saikko V, Shen M. Wear comparison between a dual mobility total hip prosthesis and a typical modular design using a 223 
hip joint simulator. Wear. 2010; 268: 617-21. 224 
27. Fabry C, Kaehler M, Herrmann S, Woernle C, Bader R. Dynamic behavior of tripolar hip endoprostheses under 225 
physiological conditions and their effect on stability. Medical engineering & physics. 2013. 226 
227 
228 
Page 13 of 16
http://mc.manuscriptcentral.com/(site)
Journal name
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
For Peer Review
Fig.1 CAD (a) and FE models of conventional artificial hip joint (b) 
Fig.2 Effects of different element sizes on the maximum accumulated sliding distance of the cup as a function of 
the gait cycle for the conventional artificial hip model 
Fig.3 Contours of the cup inner accumulated sliding distance(mm) at different percentage of the gait cycle for 
the conventional artificial hip joint model predicted by the explicit FEM under a fixed element size of 1.5 mm 
node B node A 
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Fig.4 Comparison of the contours of the contact pressure(MPa) at different percentage of the gait cycle for the 
conventional artificial hip joint model between implicit FE method (a) and explicit FE method (b) 
Fig.5 Comparison of the maximum contact pressure as a function of the gait cycle for different finite element 
analysis methods for the conventional artificial hip joint model 
node B 
node A 
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Table 1 CAD and FE model key parameters of conventional artificial hip joint model 
Inner 
radius(mm) 
Outer 
radius(mm) 
Materials 
Density 
(g/mm3) 
Elastic 
modulus 
(GPa) 
3RLVVRQ¶VUDWLR 
Yield 
VWUHQJWK03D 
Head \ 14.0 CoCrMo 7.61 217 0.30 \ 
Cup 14.1 22.1 UHMWPE 9.32e-1 1 0.45 23.56 
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